The use of shunting devices for cerebrospinal fluid in Canada.
The use of diversionary CSF shunting devices for the treatment of hydrocephalus has been surveyed in Canada. Various factors influencing the operation of shunting devices, the characteristics of commercial shunts and the causes of shunt malfunction are described. Suggestions are made as to how to reduce the incidence of shunt malfunction.